SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 12/28/2018

OPERATOR NAME:
KYLE L KOLAR
Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. so

Reference Standard #: 183

Nominal = 0.10 g/210L
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REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

%,,ﬁfé 7/

10

0.00
VERIFIED
34.01c
0.09
0.00
34.01c
0.09
0.00
34.01c
0.09
0.00

17:08
17:08

17:09
17:10

17:10
5 1.8 o o §

¥ B 0 5
17:13

0.20 7 7 40.0
Alecohol (g/210L) ;

0.18+{--=-- Flow RatefLiMl Lo oot : T 36.0

i 18 I 1 P .; EECEN _%m _“mé. ; el 32 .0

0.00 f ? 5 ___ln.o
0 10 15 20 25 30
0.20 i T i _|4C|.0

Alcohol (g/210L) | ;
0.18-4-=--- Flow Rate(L/M) |- - : et 36.0

o
et
o

0.12

Alcohol (

m[;_--—Flow Rate(L/M

gf2lDL}} § 5
Tl S I

e
740.0

~136.0

....32 L0

~424.,0

~116.0

15 20 25 30



SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 12/17/2018

OPERATOR NAME:

CORBET SULLIVAN

Permit #: 45898

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: -530%89 /¥3/@

Nominal = 0.10 g/210L

BLANK TEST 0.00 16:45
INTERNAL STANDARD VERIFIED 16:45
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 16:46
BLANK TEST 0.00 16:47
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 16:47
BLANK TEST 0.00 16:48
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 16:48
BLANK TEST 0.00 16:49
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 12/10/2018

OPERATOR NAME:
KYLE L KOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18310

Nominal = 0.10 g/210L

BLANK TEST 0.00 10:47
INTERNAL STANDARD VERIFIED 10:47
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 10:48
BLANK TEST 0.00 10:49
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 10:49
BLANK TEST 0.00 10:50
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 10:50
BLANK TEST 0.00 10:51
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(_SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 12/03/2018

OPERATOR NAME:
CHRISTOPHER J MURRAY
Permit #: 46226

Reference Standard #: 183

Nominal = 0.10 g/210L
BLANK TEST
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|—__SlDLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 12/02/2018
OPERATOR NAME:
KYLE L KOLAR
Permit #: 44063

Reference Standard #: 18310

&"L(

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
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Operator Agency/Dept: WASHINGTON CO. SO
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 11/26/2018

OPERATOR NAME:

KYLE L EKOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00 13:32
INTERNAL STANDARD VERIFIED 13:32
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 13:33
BLANK TEST 0.00 13:34
REFERENCE STANDARD TEMP 34.01c¢c
REFERENCE STANDARD 0.10 13:34
BLANK TEST 0.00 13:35
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 13:35
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 11/20/2018

OPERATOR NAME:
JENNIFER M NOBLE
Permit #: 44064

Operator Agency/Dept: WASHINGTON CO. S0

Reference Standard #: 182

Nominal = 0.10 g/210L
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 11/12/2018

OPERATOR NAME:
KYLE L KOLAR
Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 11/05/2018

OPERATOR NAME:

JASON R DIAMOND
Permit #: 37496
Operator Agency/Dept:

Reference Standard #: 18230
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
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REFERENCE STANDARD 0.10
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(_EOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 11/01/2018
OPERATOR NAME:
CHRISTOPHER J MURRAY
Permit #: 46226

Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00

Operator Agency/Dept: WASHINGTON CO. SO
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 10/29/2018

OPERATOR NAME:
ETHAN J MACURA
Permit #: 44080

Operator Agency/Dept: WASHINGTON CO. S0

Reference Standard #: 182

Nominal = 0.10 g/210L
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(_SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 10/24/2018

OPERATOR NAME:
CORY L HURLBURT
Permit #: 37017

Operator Agency/Dept: WASHINGTON CO. 80

Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00 08:57
INTERNAL STANDARD VERIFIED 08:58
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 08:58
BLANK TEST 0.00 o08:59
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REFERENCE STANDARD 0.10 o08:59
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Alcohol (g/210L)
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SUPERVISOR TEST r i i i

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 10/15/2018

0.18--=--- Flow Rate(L/M) mmmmé _____________ f ....... s S 36.0
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OPERATOR NAME:

KATHERINE M PADDOCK

Permit #: 45899

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00 18:16

INTERNAL STANDARD VERIFIED 18:16

REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 18:16
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE

DATAMASTER dmt: 106406

Date: 10/08/2018

OPERATOR NAME:
CORBET W SULLIVAN
Permit #: 45898

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
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0.20] T : T : 40,0
SOLUTION CHANGE ] ’T

Alcohol (g/210L) i : i
- Flow Rate(L/M) e :3 ........... e e e wed 36 0

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 10/01/2018

OPERATOR NAME:

CHRISTOPHER J MURRAY

Permit #: 46226

Operator Agency/Dept: WASHINGTON Co. so
Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00 09:06

INTERNAL STANDARD VERIFIED 09:06

REFERENCE STANDARD TEMP 34.00c¢

REFERENCE STANDARD 0.10 09:07

BLANK TEST 0.00 09:08

REFERENCE STANDARD TEMP 34.00c
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 09/18/2018

OFPERATOR NAME:

PAUL M TROTTIER

Permit #: 37497

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 08:55
INTERNAL STANDARD VERIFIED 08:55
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 08B:55
BLANK TEST 0.00 08:56
REFERENCE STANDARD TEMP 34.01c
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 09/24/2018

OPERATOR NAME:

CORY L HURLBURT

Permit #: 37017

Operator Agency/Dept: WASHINGTON CO. S0
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 07:10
INTERNAL STANDARD VERIFIED 07:10
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 07:11
BLANK TEST 0,00 07:12
REFERENCE STANDARD TEMP 34.00¢
REFERENCE STANDARD 0.09 07:12
BLANK TEST 0.00 07:13
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 07:14
BLANK TEST 0.00 07:15

5757
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« 20
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. 08|
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s - § D0

~12.0
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 09/10/2018

OPERATOR NAME:
JASON R DIAMOND
Permit #: 37496

Reference Standard #: 181

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

D ¢a!

70

0.00
VERIFIED
34.01c
0.10
0.00
34.01c
0.10
0.00
34.01c
9:108
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Operator Agency/Dept: WASHINGTON CO. SO
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|—_SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 09/03/2018

OPERATOR NAME:
KATHERINE M PADDOCK

Permit #: 45899

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18170
Nominal = 0.10 g/210L
BLANK TEST 0.00 14:57
INTERNAL STANDARD VERIFIED 14:57
REFERENCE STANDARD TEMP 34.00¢
REFERENCE STANDARD 0.10 19:57
BLANK TEST 0.00 14:58
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 14:59
BLANK TEST 0.00 15:00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 15:00
BLANK TEST 0.00 15:01
/
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0.00 i . ; _J0.0
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 08/27/2018

OPERATOR NAME :

ETHAN J MACURA

Permit #: 44080

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST D00 31251
INTERNAL STANDARD VERIFIED 11:51
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 8 31-51
BLANK TEST 0.00 11:52
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 1i:52
BLANK TEST 000 11:53
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 009  11:54
BLANK TEST 0.08 -13:55

A
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 08/21/2018
OPERATOR NAME:
JOHN K LATOUR
Permit #: 31414

Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 33..98¢
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 33.99¢c
REFERENCE STANDARD 0.10
BLANK TEST 0.00

Operator Agency/Dept: WASHINGTON CO. SO

22:35
22:35

22:35
22:36
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2Z37
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22:39
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 0B/07/2018

OPERATOR NAME:

WILLIAM L HOLCOMB

Permit #: 31942

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 14:02
INTERNAL STANDARD VERIFIED 14:02
REFERENCE STANDARD TEMP 33.99%¢

REFERENCE STANDARD 0.09 14:02

Blank Error

Alcohol (g/210L})
----- Flow Rate(L/M)

=% 1o —ipg.
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easesania 36-
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 08/07/2018

OPERATOR NAME:

WILLIAM L HOLCOMB

Permit #: 31942

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 13:57
INTERNAL STANDARD VERIFIED 13:57
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD .09 13:57

Blank Error

.20

.18
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Alcohol (g/210L)
----- Flow Rate(L/M)
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 08/14/2018

OPERATOR NAME:

CHRISTOPHER J MURRAY

Permit #: 46226

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 07:03
INTERNAL STANDARD VERIFIED 07:03
REFERENCE STANDARD TEMP 33.99%¢
REFERENCE STANDARD 0.10 07:04
BLANK TEST 0.00 07:05
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.10 07:05
BLANK TEST 0.00 07:06
REFERENCE STANDARD TEMP : 33.99¢
REFERENCE STANDARD 0.10 07:06
BLANK TEST 0.00 07:07

WA
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt:

Date: 08/07/2018

OPERATOR NAME:

MATTHEW J LOHRET

Permit #: 28941

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 14:19
INTERNAL STANDARD VERIFIED 14:19
REFERENCE STANDARD TEMP 33.99¢c
REFERENCE STANDARD 0.10 14:19
BLANK TEST 0.00 14:20
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.10 14:21
BLANK TEST 0.00 14:22
REFERENCE STANDARD TEMP 33.99c
REFERENCE STANDARD 0.10 14:22
BLANK TEST 0.00 14:23

0.20 T : 40.0
Alcohol (g/210L) |
0.184-~"-" Flow Rate(L/M) brssninn e R e e FE0
[ T o] A oM e e BRI T S T L O et ool PO £ 32.0
0. )
0. 0
0. eile)
:l‘oa ..................................................................................... 16.0
(0 0 0 [+ ) remms—— ‘ _ ............ R e e 12.0
0. 04}t _ ....... 8,
L s kg
0.00 ; ; é 0.0
0 5 10 15 20 25 30
0.20 ; : T 40.0
Alcohol (g/210L) g
Q.18 -~~~ Flow Rate(L/M) | T TN, SO, SOOI 36.0
0.16 ................ 32.0
B Dl sesmmmrpomessis s i oo dms ranaA b s e B LRt sk 28.0
0. 120 L e N R T L) 4.0
0.10f

0.04

0.00

0.20 : 4;.0
Alcohol (g/210L) i

0, A @ro=rir Flow Rate(L/M) e 0
0.16} i T e P L RO S Do e 32.0
I | s e O a1 e R N S 28,0
Ol e U . 24 .0
...................... 120.0

..... 16.0

........ 12.0

........... 8.




SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 08/06/2018

OPERATOR NAME:
KATHERINE M PADDOCK
Permit #: 45899

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18170
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00

17:20
17:20

17:21
17:22
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17:23

17:23
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-
SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 08/01/2018

OPERATOR NAME:

CORY L HURLBURT

Permit #: 37017

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 07:44
INTERNAL STANDARD VERIFIED 07:44
REFERENCE STANDARD TEMP 33.97c
REFERENCE STANDARD 0.10 07:44
BLANK TEST 0.00 07:45
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 07:46
BLANK TEST 0.00 07:47
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.10 07:47
BLANK TEST 0.00 07:48
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 07/30/2018

OPERATOR NAME:

JASON R DIAMOND

Permit #: 37496

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 19:18
INTERNAL STANDARD VERIFIED 19:18
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.09 19:18
BLANK TEST 0.00 19:19
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 19:20
BLANK TEST 0.00 19:21
EEFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 19321
BLANK TEST 0.00 19:22
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|—__SUPER\J"ISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 07/23/2018

OPERATOR NAME:
T A EARL

Permit #: 33337

Nominal = 0.10 g/210L
BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
VERIFIED
33.99¢c
0.10
0.00
34.00c
0.10
0.00
34.01c¢c
0.10
0.00

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18100
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt:

Date: 07/17/2018

OPERATOR NAME:
BRADLEY J HAMILTON
Permit #: 40380

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 181

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

I

*/éo

00

0.00
VERIFIED
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0.09
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 07/09/2018

OPERATOR NAME:

ETHAN J MACURA

Permit #: 44080

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 23:27
INTERNAL STANDARD VERIFIED 23:28
REFERENCE STANDARD TEMP 33.99c
REFERENCE STANDARD 0.09 23:28
BLANK TEST 0.00 23:29
REFERENCE STANDARD TEMP 34.01c
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Date: 07/04/2018 0.14

OPERATOR NAME: Oidph
CHRISTOPHER J MURRAY

Permit #: 46226 ; ; 5 i 5
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